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We introduce a simple and cheap method for phase-shifting Fourier domain optical coherence tomography
(FDOCT) that does not need additional devices and can easily be implemented. A small beam offset at the
fast beam-scanning mirror introduces a causal phase shift, which can be used for B-scan-based complex im-
age reconstruction. We derive the conditions for optimal conjugate suppression and demonstrate the method
on human skin in vivo for spectrometer-based FDOCT operating at 1300 nm employing a handheld scanner.
© 2007 Optical Society of America
OCIS codes: 110.4500, 170.4500, 170.0170.Employing phase-shifting techniques in Fourier do-
main optical coherence tomography (FDOCT) is a
common method to suppress complex ambiguity
terms due to the signal reconstruction. The terms are
a direct result of taking the Fourier transform of the
recorded spectral interference pattern, which is a
real-valued function. The first attempts to produce
the complex FDOCT signal were phase stepping tech-
niques known from white-light interferometry [1,2].
However, keeping a clear phase relation over several
frames becomes difficult in the case of in vivo mea-
surements. The reduction to two frames allowed mo-
tion artifacts to be kept small [3]. Still, the phase-
shifting process is highly chromatic, leading to phase
errors and failure of mirror term suppression. The
use of frequency shifters allows a complete achro-
matic heterodyne signal reconstruction [4]. The ad-
vantages of complex reconstruction techniques in
FDOCT are doubling of the achievable depth range,
the suppression of mirror terms that might obscure
the sample structure, and the possibility of exploiting
the high sensitivity across the zero delay. For clinical
systems the suppression of mirror terms—avoiding
folding of structure terms at the zero delay—
increases instrument quality and facilitates the sys-
tem operation. The drawback of employing phase-
shifting devices such as electro-optic modulators,
acousto-optic frequency shifters, or piezo transducers
is the increased complexity of the system concerning
synchronization electronics as well as the price of the
elements themselves. In particular for common-path
configurations [5], where the reference arm is in-
cluded in a fiber-coupled hand-held applicator, it is
difficult to include such phase-shifting devices. In the
present Letter we will show how to realize a simple
FDOCT system that allows complex signal recon-
struction without additional phase-shifting devices.
It is already known from en face time domain OCT
that a heterodyne frequency can be obtained by sim-
ply offsetting the probing beam from the pivot point
of the scanning mirror [6]. Consider the schematics
in Fig. 1(a): the offset x from the center of rotation
(CR) of the scanner mirror causes a change in optical0146-9592/07/233453-3/$15.00 ©path length z during scanning. For small angles of
rotation  the path length change reads as z
=2x / 1−. Of particular interest is the differ-
ential path length change between successive depth
scans, i.e., during the detection line period T. With
the relation between the angular scanner frequency
 and the differential angular change ,
= /T, we have z= 2Tx / 1−2
2Tx=0. For small angles around =0 we find
a linear relation between path length change and
scanner offset, resulting in a phase difference be-
tween successive A scans of =4z /
=8Tx /.
Fig. 1. Schematics of (a) scanner offset geometry and (b)
optical setup; see text for details.
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based-method for complex signal reconstruction.
They analyzed the phase evolution for each optical
frequency across the tomogram or B scan introduced
by phase stepping the reference arm delay. Later
Wang [8] showed that an arbitrary continuous but
causal phase shifting of the reference delay is suffi-
cient for complete complex continuation of the signal
with a Hilbert transform (HT). Observing that the
phase offset due to the scanner movement will re-
main causal, i.e., the phase gradient will not change
sign during lateral scanning, we can employ the
B-scan-based HT reconstruction technique. The com-
plex signal is obtained for a complete tomogram or
B-scan via I˜kx=Ikx− iHIkx, where the Hilbert
transform H is taken along the transverse coordinate
x for each wavenumber channel k. In a second step
the unambiguous depth structure is found via
Fourier transform (FT) of the complex valued spec-
trum along k at each transverse point x, i.e., I˜xz
=FTI˜xk. The HT-based analytic continuation of
the signal will in theory yield the correct complex sig-
nal no matter the actual phase shift. Still, as we scan
laterally we have two quantities that have direct im-
pact on the complex reconstruction: first, phase and
amplitude noise and, second, the lateral structure
spatial frequency spectrum. The spatial frequency
spectrum of the sample is of particular interest for
the B-scan-based reconstruction algorithm and needs
to be considered in view of the Bedrosian theorem.
The latter states that for the Hilbert transform to
yield the quadrature signal term the signal spectrum
needs to be well separated from the introduced modu-
lation frequency. Consider Fig. 2(a): with a tomogram
length of N depth profiles covering a transverse
range x, the spatial frequency range is limited by x
= ±N / 2x. For coherent imaging we can assume a
characteristic width of the detected spatial frequency
Fig. 2. (a)–(c) Shifting of sample spatial frequency spec-
trum. (d) Mean CSR over a tomogram depending on phase
shift  for a mirror sample (black dotted curve), paper
sample scanned at 40 deg/s with 
=5 (solid curve) and 

=40 (dashed–dotted curve), and with 
=5 but doubled
scanning frequency (dashed curve). The error bars are
standard deviation values.spectrum to be determined by the inverse speckle
size as 	=1/	. The speckle size can be written as the
transverse resolution, which in the case of Gaussian
optics reads as 	=4f / d with  the central wave-
length, f the focal length, and d the collimated beam
diameter at the object lens. If a modulation is intro-
duced with phase change  between successive
depth profiles, the lateral spatial frequency spectrum
is shifted by ±= ±  /2N /x as indicated in Fig.
2(b). We observe an overlapping region between the
two adjointly shifted spectra (shaded region). As the
modulation frequency increases, the spectrum will
eventually be shifted across the Nyquist boundary,
causing aliasing terms to overlap with the spatial
spectrum. Within overlap regions the corresponding
complex ambiguity terms cannot be resolved. If we
express the signal peak amplitude after Fourier
transform as Az and its mirror conjugate as A*−z
we define the causing conjugate suppression ratio
(CSR) as A2 / A*2. In general the CSR will be re-
duced in proportion to the spectral overlap area by
virtue of Parseval’s theorem. The highest CSR is
clearly obtained at half the Nyquist frequency corre-
sponding to a phase shift of  /2, i.e., /2=N / 4x
[Fig. 2(c)]. It is also obvious from Fig. 2(a)–2(d) that
the performance of the algorithm strongly depends
on the ratio 
 between the spatial spectral width 1/	
and the full spectral range N /x, 
N	 /x. If the spa-
tial spectrum is large (dashed spectrum), the optimal
CSR will never be achieved because of aliasing terms.
In the case of a narrow spatial spectrum in relation
to the full spectral range, first, one already has full
suppression for moderate modulation frequencies
and, second, in the optimal case of Fig. 2(c), even
small phase fluctuations will not cause a reduction of
the suppression ratio. We therefore deduce the fol-
lowing condition for optimal performance of the HT
method:
	  /2 =N/4x or N/xd/f. 1
Alternatively one can write for the sampling ratio 

4.
For our proposed phase-shifting method the de-
sired phase shift  of  /2 results in the following
relation between beam offset on the scanner, acquisi-
tion period, and scanning frequency Tx= /16,
where we used the relation from paragraph 2 above
for . Since the scanning range x can be expressed
as x=NTf, from Eq. (1) we arrive at the condition
1/Td /.
For experimental verification of the theory we used
the fiber-based common-path FDOCT system de-
picted in Fig. 1(b). It employs an AFC light source
(LS) with a center wavelength at 1300 nm and a
spectral FWHM of 70 nm. The resulting axial resolu-
tion is 10 m in air. The 70:30 fiber coupler passes
30% of the light to the sample arm fiber equipped
with a hand-held scanner, which constitutes the ad-
justable reference arm. Within the hand-held scan-
ner a nonpolarizing beam splitter divides sample and
reference arm light. The sample arm beam is de-
flected by a single-point 2D scanner and focused via a
50 mm achromat (L0) into the sample. The spectrom-
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mission grating (G, 1200 lines/mm, Wasatch, Inc.)
and a line array (CCD, Sensors Unlimited, 512 pixel,
12 bit). The camera objective is an achromat combi-
nation (L2, L3) with an effective focal length of
100 mm. The spectrometer resolution is 0.28 nm, al-
lowing for a system depth range of 1.5 mm. The ac-
tual exposure time is 22 s with a frame rate of
18.9 kHz or T=53 s. With a power at the sample of
2 mW the sensitivity was measured to be 105 dB,
close to the zero delay with a signal falloff of
−12 dB/mm. The beam offset is adjusted via diagonal
translation r of the scanner, which keeps the beam at
the center of the focusing optics.
In Fig. 2(d) we plotted the measured mean CSR de-
pendence on phase shift . The mean CSR was ob-
tained across a full tomogram after applying an in-
tensity threshold. The associated mean phase
difference was calculated across a tomogram by tak-
ing the difference of the arguments of successive Fou-
rier transformed complex spectra. The scanning
angle was ±1 deg optically with a mechanical scan-
ning angular speed of 40 deg/s, resulting in a lateral
scanning range of 1.8 mm sampled by N=450 points.
For the paper sample we varied the ratio 
 by chang-
ing the beam waist d. The beam diameter was 4 and
0.5 mm, resulting in spot sizes 	 of 20 and 160 m,
respectively, and a ratio 
 of 5 and 40. The mirror has
almost zero spatial frequencies, resulting, as ex-
pected, in optimal mirror term suppression as soon
as a modulation offset is applied (dotted curve). In
the case of large 	, for the paper sample we also
reach the optimal suppression ratio for small offsets
(dashed–dotted curve). As we increase the resolution
we decrease the spot size 	 and expect, because of the
broader spatial frequency spectrum, suboptimal con-
jugate term suppression, which is indeed verified by
the experiment (solid curve). If we double the scan-
ner speed without changing the sampling 
, we
strongly decrease the CSR owing to stronger phase
fluctuations [9]. The phase error was 12 deg and in-
creased to almost 20 deg for fast scanning. Another
important observation is the change of sign of the
suppression ratio at m for m=0, ±1, ±2, . . .. As a
consequence the structure will be mirrored across the
zero delay if the phase shift crosses those points.
Finally we demonstrate the ability of the method to
perform complex ambiguity-free in vivo imaging. Ac-
cording to our previous findings we chose a scanner
angular speed of 17.5 deg/s with a tomogram width
of 1800 lateral depth scans corresponding to 3 mm
transversally and 
=12 for 	=20 m. The scanner
offset was adjusted to 4.5 mm from the pivot point.
Figure 3(a) displays a standard reconstructed tomo-
gram of a human inner lip in vivo. The complex mir-
ror terms heavily overlap with the structure. Figures
3(b) and 3(c) display orthogonal cross sections
through a 3D data set consisting of 150 tomograms
spanning over 2 mm in the vertical direction. The
displayed depth range is 2 mm. The tomogram series
has been registered, and averaging over five tomo-grams has been applied for speckle reduction. The
complex ambiguity terms have been efficiently re-
moved by employing the B-scan based technique, as
is seen from Figs. 3(b) and 3(c). The CSR in Fig. 3(b)
is better than 30 dB. Figure 3(d) shows an en face
slice of the skin volume extracted at a depth of
700 m.
In conclusion, we demonstrated a cheap method for
complex ambiguity-suppressed FDOCT imaging and
derived the conditions under which optimal perfor-
mance is achieved. The findings allow straightfor-
ward implementation in any FDOCT system, espe-
cially for devices with fiber-coupled hand-held
applicators.
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Fig. 3. Tomogram of human inner lip (1800512 pixels,
3 mm2.5 mm), with (a) standard and (b) complex recon-
struction; (c) orthogonal cross section of (b); (d) en face sec-
tion along dashed lines in (b) and (c) at a skin depth of
700 m.
